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In 1995, the American Association of Physicists in Medicine (AAPM) Task Group No. 43 (TG-43) published its recommendations on the dosimetry of interstitial brachytherapy sources. The report recommended the use of a new dose calculation formalism based on measured quantities. The formalism in modular form permits the computation of doses in two dimensions for 103Pd, 125I, and 192Ir sources. The TG-43 dose calculation formalism introduced new and updated quantities such as air kerma strength, dose rate constant, radial dose function, anisotropy function and anisotropy factor. The dose rate obtained using the TG-43 dose calculation formalism and updated source dosimetry data can be expected to be different from some of the currently used systems by as much as 17%. For the same treatment and implementing the TG-43 dosimetry with point source approximation, the widely prescribed dose of 160 Gy for 125I permanent implants using model 6711 sources changes to 144 Gy. In addition to the dose calculation formalism, TG-43 report also stated that the air kerma strength provided by NIST is estimated to be approximately 7-10% higher than it should be, due to low energy photon contamination for 125I. This difference has not been accounted for in the TG-43 report.